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Image Display Monitor

Control Display 
with Integrated Touch Pad 
and X-RAY Activation Button

Imaging Cabinet

Refer to the User Guide for safety information and complete instructions.

Move the console to 
the correct location.

Lock the casters. Connect the system
to power and the network.

Turn off the system. 

Remove the specimen tray from the imaging 
cabinet. Follow facility policy for specimen
handling.

Review the image. 

Archive or export the images, 
then close the patient.
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Start the system and log in. Select the patient and procedure. Prepare the specimen per facility policy
and center on the specimen tray. 

Position the specimen tray in the imaging 
cabinet for the required magnification level. 

Close the door. 

Acquire the image. 
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